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Aspect  Determination  for  the 
AFGL  Infrared  Survey  Experiments 


1.  INTRODUCTION 

A celestial  survey  involves  a compromise  between  the  objectives  to  cover 

large  areas  of  the  sky  at  high  sensitivity  with  good  spectral  and  spatial  resolution 

and  the  constraints  of  finite  observing  time  and  physical  limitations  on  the  instru- 

1 2 

ments.  The  AFGL  Infrared  Sky  Survey  (Walker  and  Price;  Price  and  Walker; 

O 

Price  ) obtained  broad  band  observations  in  the  3 to  30  microns  spectral  regions 
at  moderate  sensitivities  and  with  sufficient  spatial  resolution  to  enable  ground 
based  telescopes  to  acquire,  with  moderate  effort,  the  unidentified  sources  found 
on  the  survey. 

The  AFGL  Survey  was  conducted  by  flying  cryogenically  cooled  telescopes  on 
sounding  rockets.  The  advantage  of  flying  the  sensors  above  the  atmosphere  is 
that  the  background  irradiance  from  the  atmosphere  and  telescope  is  eliminated, 
which  permits  high  sensitivity  photoconductors  to  be  used  with  large  fields -of-view. 
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On  the  other  hand,  the  observing  time  and  the  size  of  the  instrumentation  that  can 
be  flown  are  limited  by  the  performance  of  the  rocket. 

The  ultimate  limit  to  the  positional  accuracy  of  the  sources  detected  during 
the  survey  was  defined  by  the  size  of  the  detector  elements.  The  sensor  focal  plane 
was  composed  of  three  linear  staggered  arrays  of  detectors,  one  in  each  spectral 
band.  Each  detector  element  had  an  instantaneous  field-of-view  of  0.  975  by  3.05 
milliradians  (3.35  by  10.  5 arc  min)  and  overlapped  the  adjacent  detector  by  0.  5 
milliradians  (1.7  arc  min),  approximately  of  the  order  of  the  diffraction  blur 
circle  diameter  at  10  microns.  The  positional  uncertainty  associated  wit*  a reso- 
lution element  was,  therefore,  1 to  2 arc  min. 

The  instrumentation,  payload  structure  and  experimental  profile  were  designed 
to  allow  determination  of  aspect  independently  of  the  celestial  radiometer  with  an 
accuracy  at  least  as  g^od  as  defined  by  the  detector  resolution.  Drift  rates  for 
inertial  platforms  available  in  the  early  1970's  were  too  large  to  maintain  the  arc 
min  attitude  reference  of  the  rotation  axis  under  the  dynamic  requirements  of  the 
experiment.  An  ITT  "Fine  Guidance  Error  Sensor,"  (star  tracker),  was  incor- 
porated into  an  Aerojet  Liquid  Rocket  Company  (ALRC)  MARK  II  attitude  control 
system  (ACS)  to  provide  the  required  accuracy  and  stability. 

The  star  tracker  was  aligned  to  the  longitudinal  axis  of  the  payload  which  was 
made  to  be  co-lateral  with  the  roll  axis  of  the  ACS.  During  the  survey  portion  of 
the  flight,  the  star  tracker  locked  onto  a star  selected  to  be  near  local  zenith  and 
maintained  the  roll  axis  to  within  the  required  20  arc  sec  while  the  payload  was 
rotated  to  generate  the  survey  scan.  The  infrared  sensor  was  deployed  on  a one 
axis  gimbai  to  pre-programmed  zenith  angles.  The  deployment  positions  were 
measured  to  one  arc  min  digitization  resolution  by  means  f an  optical  encoder 
mounted  on  the  gimbal  shaft.  The  zenith  angles  were  changed  each  time  the  ACS 
sensed  the  completion  of  a 360  degree  roll. 

The  azimuthal  aspect  for  each  roll  was  determined  from  data  obtained  from 
stellar  transits  detected  by  a stellar  aspect  sensor  (star  mapper).  This  instru- 
ment consists  of  a small  telescope,  an  "N"  slit  focal  plane  mask  and  a Fabrey 
field  lens  to  image  the  primary  objective  onto  an  S-ll  photomultiplier. 

An  accurate  geometric  reference  was  established  between  the  star  tracker  and 
star  mapper  with  the  infrared  telescope  position  determined  as  a function  of  optical 
shaft  encoder  readout  prior  to  the  flights.  During  all  the  flights,  the  star  tracker 
maintained  the  rotation  axis  to  within  20  arc  sec,  the  star  mapper  observations 
were  used  to  obtain  a polynomial  fit  of  azimuth  as  a function  of  time  to  one  to  1.  5 
arc  min  root  mean  square  accuracy  for  each  roll,  and  the  optical  shaft  encoder 
gave  the  deployment  angle  to  one  arc  min  resolution.  The  geometric  alignment 
was  used  to  transfer  the  aspect  solution  to  the  sensor  field-of-view,  then  the  data 
from  the  infrared  radiometer  was  used  to  obtain  the  final  aspect  values. 


Backup  was  provided  as  a contingency  in  case  one  or  more  of  the  aspect  de 
vices  failed.  If  the  star  tracker  did  not  acquire  a star  or  maintain  the  stellar 
reference,  the  ACS  would  have  performed  the  attitude  control  program  under 
inertial  guidance  only.  The  ACS  position  and  rate  readouts  provided  lower  accu- 
racy backup  for  the  star  mapper.  Finally,  a precision  linear  potentiometer 
mounted  on  the  gimbal  shaft  was  redundant  with  the  optical  shaft  encoder. 

In  the  sections  that  follow,  details  of  the  geometric  reference  measurements 
will  be  given  as  well  as  the  techniques  used  to  dynamically  balance  the  payload. 

A complete  development  of  the  calculations  which  led  to  the  azimuthal  solutions 
will  be  described  and  results  from  the  actual  flights  will  be  presented.  Finally,  a 
general  approach  to  aspect  solution  through  the  star  mapper,  three  axis  position 
gyroscope  readouts  and/or  a constrained  axis  of  rotation  will  be  formulated. 


2.  GEOMETRIC  REFERENCE 

An  accurate  geometric  relationship  was  established  before  each  flight  between 
the  infrared  telescope,  star  tracker  and  stellar  aspect  sensor.  These  three  optical 
sensors  were  mounted  in  a rigid,  single  piece,  magnesium  alloy,  pavload  casting. 
Figure  1 shows  the  radiometer  and  star  mapper  mounted  in  the  casting.  Figure  2 
is  a diagram  of  the  payload  configuration  and  shows  the  relative  location  of  the 
sensors  more  clearly. 

The  geometric  measurements  were  made  with  the  payload  carefully  mated  to 
a precisely  machined  fixture  which,  in  turn,  was  mounted  onto  a rotary  table.  The 
original  reference  for  the  fixture  was  obtained  by  leveling  it  to  ±0.0001  in.  with  a 
master  precision  level  and  centering  it  onto  the  rotation  axis  of  the  rotary  table  to 
within  ±0.001  in.  by  means  of  a "last  word"  dial  indicator.  Two  precision  levels 
were  permanently  installed  orthogonal  to  each  other  on  the  reeepticle  plate  and 
w»ere  used  as  the  alignment  references  for  all  subsequent  measurements  once  they 
were  referenced  to  the  master  level. 

The  first  aspect  device  to  be  aligned  and  calibrated  was  the  star  mapper.  This 
instrument  was  designed  and  built  at  the  Air  Force  Geophysics  Laboratory  and  con- 
sisted of  a Nikon  1:1.4  lens  with  a "N"  slit  reticle  mask  at  the  focal  plane  and  a 
Fabrey  field  lens  to  focus  the  entrance  pupil  onto  a ruggedized  S-ll  Bialkali 
photomultiplier.  The  reticle  is  a blackened  electroformed  nickel  on  copper  plate 
through  which  three  slits  in  the  shape  of  an  "N"  has  been  etched  with  the  outer  legs 
made  as  parallel  as  mechanically  possible.  The  7.  5 arc  min  width  of  the  reticle 
slits  were  sized  to  give  ten  data  samples  per  star  crossing  at  the  nominal  survey 
roll  rate.  The  legs  of  the  "N"  were  separated  by  7.  75  degrees  in  azimuth  and 
spanned  21  degrees  in  zenith  angle.  The  reticle  was  positioned  such  that  the  first 
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leg  of  the  "N"  was  on  the  optical  axis  of  the  lens.  Stars  as  faint  as  Mg_^  ~ +4 
were  easily  detectable  during  the  flights.  The  mapper  was  attached  and  pinned 
into  the  payload  with  the  optical  axis  of  the  instrument  elevated  10  degrees  above 
the  azimuth  plane  and  the  leading  edge  of  the  first  leg  of  the  "N"  in  the  nominal 
deployment  plane  of  the  infrared  telescope.  A theodolite  was  set  up  and  leveled 
to  establish  the  azimuthal,  or  horizontal,  reference  plane  of  the  payload.  The 
photomultiplier  was  removed  and  the  focal  plane  reticle  backlit  to  make  the  slit 
edges  easily  visible  in  the  theodolite.  The  payload  was  rotated  and  the  rotary 
table  angles  were  read  when  each  of  the  slit  edges  were  centered  in  the  theodolite. 
The  leading  edge  of  the  first  slit  was  adopted  to  be  the  azimuth  zero  point  refer- 
ence. The  theodolite  elevation  angle  w'as  depressed  by  about  1 degree  and  a new 
set  readings  taken  on  the  rotary  table  angles  of  the  slit  edges.  The  theodolite  was 
again  depressed  and  the  slit  edge  angles  read;  the  procedure  was  repeated  until 
the  entire  focal  plane  mask  was  mapped.  In  this  manner  the  slit  edges  are  meas- 
ured as  a function  of  zenith  angle,  that  is,  the  complement  of  the  theodolite  de- 
pression angle.  The  measurements  thus  included  the  effects  of  lens  distortion 
and  cosecant  zenith  angle  effects. 

A least  squares  polynomial  fit  of  the  measured  payload  azimuth,  minus  the 
azimuth  reference  angle,  against  zenith  angle  was  determined  in  order  to  function- 
ally represent  the  slit  edges;  a parabola  was  used  for  the  legs  of  the  ”N"  while  a 
cubic  was  required  for  the  diagonal  edges.  The  lens  distortions  were  small 
for  the  lenses  chosen  for  these  experiments,  the  second  and  third  order  polynom- 
ials required  for  the  fit  arise  from  the  cosecant  zenith  angle  distortion  of  the 
measurements,  and  the  series  expansion  representation  of  the  tangent  of  the 
measured  angles.  Typical  root  mean  square  deviation  of  the  curve  fits  ranged 
between  9 and  16  arc  sec  with  the  larger  deviations  occurring  at  the  outer  edges  of 
the  lens  where  the  lens  and  cosecant  zenith  angle  distortion  were  significant. 

Higher  order  curve  fits  were  tried  but  did  not  significantly  improve  the  accuracy. 
Figure  3 is  a plot  of  the  measured  position  of  the  slit  edges  and  the  resulting  curve 
fits  through  them  for  one  of  the  star  mappers  used  on  the  survey.  The  lens  dis- 
tortion and  cosecant  effects  are  apparent  as  an  increase  in  angular  separation 
with  decreasing  zenith  angle. 

If  the  pole  of  rotation  of  the  experiment  were  orthogonal  to  the  azimuth  plane, 
then  mapping  the  stellar  aspect  sensor  in  this  manner  produced  the  same  angular 
differences  between  slits  as  that  measured  for  stellar  transits.  As  seen  from 
Figure  3,  the  "N"  slit  produces  a unique  pulse  pattern  which  depends  on  the  transit 
elevation  of  the  star.  When  the  pole  of  rotation  is  known  the  star  mapper  can  be 
used  as  a transit  instrument  to  provide  the  experiment  azimuth  as  a function  of 
time. 
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Figure  3.  A Map  of  the  "N"  Slit  Reticle  for  a Star  Mapper  Used  on  One  of  the 
Survey  Flights.  The  increasing  slit  separation  with  decreasing  zenith  angle  is 
due  to  the  cosecant  zenith  angle  and  lens  distortion 


The  star  tracker  was  next  mounted  on  top  of  the  payload  casting  with  the  opti- 
cal axis  roughly  co-aligned  with  the  longitudinal,  or  roll,  axis  of  the  payload.  The 
major  elements  of  this  sensor  consisted  of  an  image  dissector  with  an  S-20  photo- 
response and  a 9 cm  diameter  lens.  This  instrument  provides  position  information 
during  flight  to  the  attitude  control  system  in  the  two  axes  orthogonal  to  its  optical 
axis,  that  is,  pitch  and  yaw.  The  error  signals  were  used  by  the  attitude  control 
system  to  precisely  null  the  roll  axis  to  the  inertial  reference  defined  by  the  star 
to  which  the  star  tracker  has  been  locked. 

A synthetic  star  was  bv'.lt  at  AFGL  to  provide  the  proper  optical  input  into  the 
tracker  during  alignment.  This  star  is  a "point"  source  which  has  been  filtered  to 
simulate  the  optical  energy  distribution  from  an  AOV  star.  The  total  output  of  the 
source  can  be  adjusted  to  simulate  the  magnitude  of  the  star  selected  for  each 
experiment.  This  latter  feature  was  important  as  the  star  tracker  null  position 
depended  somewhat  on  source  brightness. 

The  synthetic  star  was  positioned  to  shine  precisely  along  the  rotation  axis  of 
the  payload.  The  payload  was  then  rotated  and  the  tracker  misalignments  appeared 
as  sinusoidal  variations  in  the  pitch  and  yaw  axis.  Position  misalignments  between 
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the  rotation  axis  of  the  casting  and  the  star  tracker  null  were  corrected  by  adjust- 
ing the  tracker  error  potentiometers  if  the  errors  were  less  than  2 arc  min. 

Larger  misalignments  were  corrected  by  shimming  the  tracker  then  nulling  the 
potentiometers. 

Calibration  of  the  infrared  telescope  deployment  was  done  last.  The  azimutb 
reference  of  the  leading  edge  of  the  first  slit  of  the  star  mapper  was  re-established 
with  the  theodolite.  The  infrared  sensor  was  mounted  into  the  gimbals,  then  de- 
ployed to  various  zenith  angles  within  the  projected  limits  of  the  survey  scan.  At 
each  deployment  position  the  rotary  table  and  theodolite  depression  angles  were 
adjusted  until  the  sensor  reference,  a fiducial  mark  etched  onto  the  center  o’’  the 
focal  plane  array,  was  centered  in  the  theodolite  as  viewed  through  the  telescope 
optics.  At  each  deployment  position  the  sensor  zenith  angle,  measured  as  the 
complement  of  the  theodolite  depression,  and  sensor  azimuth  bias  angle  were 
recorded  as  dependent  variables  of  the  13  bit  optical  shaft  encoder  output  and  the 
precision  linear  potentiometer  readout.  The  deployment  bias  angle  was  taken  as 
the  azimuth  difference  between  the  sensor  azimuth  angle  and  the  azimuth  reference 
point. 

The  sensor  deployment  calibration  equation  was  determined  by  means  of  a 
linear  regression  fit  of  the  observed  zenith  angles  against  the  shaft  encoder  read- 
out and,  independently,  the  position  potentiometer.  The  shaft  encoder  was  geared 
to  give  a 1 arc  min  digitization  uncertainty  while  the  potentiometer  outputs  had 
about  half  that  measurement  accuracy.  The  least  squares  curve  fit  of  the  deploy- 
ment angle  versus  shaft  encoder  readout  was  good  to  one  to  1.25  arc  min  rms, 
the  same  size  as  the  digitization  uncertainty.  The  azimuth  biases  were  of  the 
order  of  20  arc  min,  or  less,  and  were  represented  by  a parabolic  fit  through  the 
measurements  as  a function  of  zenith  angle. 


3.  DYNAMIC  ALIGNMENT 

The  experiment  design  required  the  geometric  roll  axis  of  the  payload  to  be 
fixed  to  an  inertial  reference  by  maintaining  lock  of  the  star  tracker  to  a selected 
star  while  the  payload  was  rotated  about  this  axis.  In  order  to  insure  that  the 
attitude  control  system  would  be  able  to  maintain  the  inertial  reference  during  this 
rotation,  the  cross  products  of  inertia  in  the  orthogonal  axes  had  to  be  reduced  by 
dynamically  balancing  the  payload. 

The  dynamic  alignment  of  che  experiment  was  done  on  a spin  balancing  ma- 
chine originally  developed  under  the  direction  of  Mr.  Russ  Nidey  for  the  Kitt  Peak 
National  Observatory  and  subsequently  transferred  to  AFGL.  The  machine  was 
composed  principally  of  two  air  bearings,  a spherical  bearing  mounted  on  top  of  a 
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Figure  4.  Payload  Mounted  on  the  Dynamic  Balancer.  The  hoses  are  air  lines 
to  the  air  bearings.  The  flat  air  bearing  used  for  translational  motion  is  at  the 
bottom  of  the  fixture.  The  spherical  air  bearing,  which  allows  -otational  motion 
may  be  seen  in  the  lower  center  of  the  fixture 
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Figure  5.  The  Constraining  Fixture  for  the  Balancer.  The  payload  on  the  bal- 
ance is  prevented  from  tipping  over  by  a fixture  which  limits  the  travel  of  the 
top  end  of  the  payload.  Also  seen  are  the  two  precision  levels  mounted  in  the 
payload  which  are  used  for  the  initial  static  balance 
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flat  plate  bearing.  The  flat  plate  air  bearing  allows  translational  motion  while  the 
spherical  bearing  permits  rotational  freedom.  Two  rate  gyroscopes  on  the  spher- 
ical air  bearing  sensed  pitch  and  yaw  rates. 

The  payload  was  assembled  and  mounted  on  the  spin  balancer  as  shown  in 
Figure  4.  The  nose  cone,  star  mapper  and  sensor  payload  doors  were  removed 
and  the  infrared  sensor  was  deployed  to  a zenith  angle  midway  between  the  pro- 
jected scan  limits.  Thus,  the  payload  configuration  closely  simulated  that  of  the 
data  taking  portion  of  the  experiment.  The  movement  of  the  top  of  the  payload  was 
limited  by  a rig,  as  seen  in  Figure  5.  A drive  motor  mounted  on  the  spherical  air 
bearing  spun  the  payload  at  two  revolutions  per  second,  and  the  gyroscopes  read 
thw  pitch  and  yaw  rates  as  the  spinning  payload  tipped  off  of  vertical.  The  balancer 
was  stopped  and  weights  were  taped  to  the  outside  of  the  payload.  The  size  and 
location  of  the  weights  were  estimated  from  the  rates  measured  by  the  gyroscopes. 

The  payload  was  again  spun  up,  the  tip  off  rates  remeasured,  and  new  sizes  and 
locations  determined  for  the  weights.  About  100  to  ISO  iterations  over  a two  to 
three  day  period  were  required  before  the  cross  moments  were  brought  within 
acceptable  limits. 

After  balancing,  the  payload  was  taken  off  the  balancer  and  the  weights  were 
anchored  inside  the  payload. 

/ 

4.  EXPERIMENTAL  PROFILE 

After  the  optical  alignment  and  functional  systems  checks  at  AFGL,  the  pay- 
load  was  packed  and  shipped  to  the  launch  site.  The  instrument  support,  attitude 
control  and  recovery  sections  were  attached  to  the  experiment  casting  section  by 
means  of  countersunk  screws  driven  into  tapered  screw  holes  at  constant  torque. 

These  sections  were  attached  with  the  aid  of  a "last  word"  indicator  in  order  to 
maintain  the  geometric  roll  axis  defined  by  the  payload  casting.  After  the  payload 
was  dynamically  balanced,  the  casting  was  separated  and  the  star  mapper  and 
infrared  telescope  deployment  calibrations  were  checked.  The  casting  was  re- 
attached to  the  other  sections  and  the  entire  payload  was  cleaned  under  class  100 
4 

clean  room  conditions.  The  payload  was  then  mated  with  the  rocket  and  placed 
into  the  launch  tower. 

The  ACS  provided  three  axis  control  of  the  payload  through  inertial  references 
on  a roll  stablized  platform.  Position  and  rate  readouts  were  provided  in  the  pitch, 
roll  and  yaw  axes.  AI.RC  provided  a calibration  of  these  readouts.  The  offset 


between  the  north  point  reference  of  the  ACS  and  geographic  north  was  measured 
while  the  rocket  was  in  the  launch  tower.  Typical  offsets  were  on  the  order  of 
three  arc  min. 

The  declinations  of  the  "pole"  stars  selected  for  the  inertial  references  were 
all  within  9 degrees  of  the  latitude  of  the  launch  site  (all  but  one  star  was  within 
6 degrees).  The  rocket  was  launched  about  4 min  before  meridian  transit  of  the 
star  in  order  for  the  payload  pole  of  rotation  to  be  at  maximum  elevation  during 
data  gathering.  Thus,  the  rotation  pole  was  not  more  than  9 degrees  off  the  local 
zenith. 

During  rocket  burn,  the  vehicle  attitude  was  spin  stabilized  with  a one  ana  a 
half  revolution  per  second  spin.  After  powered  flight,  the  vehicle  coasted  until 
the  aerodynamic  forces  were  reduced  enough  so  that  the  ACS  could  control  the 
payload  attitude.  The  nose  cone,  star  mapper  and  sensor  housing  doors  were 
ejected  while  residual  drag  was  still  present  so  that  aerodynamic  and  centrifugal 
forces  from  the  payload  spin,  carried  these  objects  away  and  below  the  payload. 

The  vehicle  was  despun  with  the  release  of  yo-yo  weights,  then  separated  from  the 
sustainer  by  release  of  a Marmon  clamp.  The  springs  used  to  separate  the  pay- 
load  were  sized  for  a separation  velocity  of  2 m per  second. 

The  attitude  control  system  pointed  the  star  tracker  to  within  2 degrees  of  the 
"pole"  star.  The  tracker  had  an  8 degree  field-of-view  and  was  designed  to  acquire 
the  brightest  source  in  this  field.  Once  star  presence  was  noted,  acquisition  was 
obtained  from  the  tracker  pitch  and  yaw  error  signal,  driving  the  ACS  to  center  the 
star  to  tracker  null.  Once  null  had  been  obtained  the  tracker  was  switched  to  fine 
control  which  reduced  the  tracker  field-of-view  to  ±2  arc  min  in  both  axes  with  the 
deadband  at  20  arc  secs. 

The  infrared  sensor  was  then  deployed  to  the  minimum  zenith  angle  (about  38 
degrees)  and  the  payload  spun  up  about  the  roll  axis.  The  sensor  was  stepped  down 
1.  1 degrees  (slightly  less  than  the  1.2  degree  total  field-of-view  of  the  instrument) 
under  the  command  of  a turn  pulse  generated  by  the  attitude  control  system  when 
it  sensed  that  the  payload  reference  was  nominally  at  350°  azimuth.  In  this  manner 
a contiguous  sector  of  the  sky  was  swept  out.  A graphical  depiction  of  the  survey 

I scan  pattern  is  seen  in  Figure  6. 

Once  the  payload  was  accelerated  the  roll  jets  were  disabled  for  much  of  the 
survey  scanning.  However,  the  effective  linear  scan  rate  of  the  sensor  did  change 
as  the  sensor  stepped  under  constant  roll  rate.  To  correct  for  this  cosecant  zenith 
angle  change  in  linear  scan  rate,  three  roll  rate  changes  were  incorporated  into 
the  ACS  which  were  programmed  to  occur  at  the  beginning  of  specified  rolls,  that 
is  at  specific  deployment  angles.  The  rate  changes  were  sized  such  that,  barring 
secular  perturbations,  the  effective  linear  scan  rate  of  the  sensor  was  to  be  main- 
tained between  the  design  value  and  15  percent  over. 
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Figure  fi.  Experimental  Geometry.  The  star  tracker 
locks  to  a star  with  celestial  coordinates  a and  6 near 
local  zenith,  z.  The  payload  is  spun  at  an  angular  rate, 
u,  and  the  telescope  deployed  to  a zenith  angle , After 

completion  of  a 3(10°  roll  maneuver  the  zenith  angle  is 
increased  slightly  less  than  the  field-of-view  of  the  tele- 
scope. Thus,  a series  of  rolls  sweep  out  a contiguous 
sector  of  the  between  the  maximum  and  minimum  zenith 
angle  for  the  experiment 


Small  secular  accelerations  amounting  to  0.05  to  one  percent  of  the  roll  rate 
were  observed  during  the  survey  as  the  energy  expended  to  maintain  lock  onto  the 
star  cross  coupled  into  the  roll  motion.  The  misalignment  between  the  tracker 
electronic  null  which  defined  the  geometric  roll  axis  and  the  longitudinal  principal 
moment  of  inerta  was  time  dependent  and  arose  from  the  residual  cross  products 
of  inertia  not  corrected  for  by  spin  balancing,  the  changing  distribution  of  mass 
due  to  sensor  stepping  and  the  expenditure  of  helium  by  the  sensor  and  nitrogen  by 
the  attitude  control  system.  The  imbalance  due  to  sensor  stepping  was  probably 
the  most  important  effect  as  a roll  rate  change  of  10  percent  was  observed  at  the 
end  of  each  flight  as  the  sensor  was  stowed  from  the  fully  deployed  position.  These 
small  misalignments  caused  the  star  to  be  positioned  at  the  edge  of  the  star  tracker 
deadband  in  a constant  orientation  in  the  tracker  pitch-yaw  plane. 
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At  the  end  of  the  experiment  the  sensor  was  stowed  and  the  payload  recovered. 
The  flight  instrumentation  was  refurbished  and  reflown.  Seven  experiments  were 
launched  out  of  White  Sands  Missile  Range,  latitude  32.  5 degrees  North,  and  three 
more  from  the  Weapons  Test  Establishment,  W'oomera,  Australia,  latitude  32 
degrees  South. 

5.  AZIMUTH  ASPECT 

An  azimuth,  zenith  distance  coordinate  system  was  established  for  the  exper- 
iment through  the  geometric  alignment.  The  pole  of  rotation  was  inertially  fixed 
1:  ’ the  star  tracker  to  the  celestial  coordinates  of  the  selected  "pole"  star  and  the 
azimuth  reference  was  defined  by  the  leading  edge  of  the  first  reticle  slit  of  the 
star  mapper  at  90  degrees  zenith  distance.  The  azimuth  aspect  was  determined 
as  a polynomial  representation  of  the  reference  point  azimuth  as  a function  of  time 
through  a least  squares  calculation  of  the  observed  star  mapper  crossings. 

Fixing  the  rotation  axis  to  a known  set  of  coordinates  permitted  an  "a  priori" 
calculation  of  the  stars  to  be  scanned  by  the  star  mapper  and,  through  the  geo- 
metric calibration,  the  anticipated  pulse  pattern.  The  positions  of  the  300  bright- 
est stars  which  had  S-ll  photoresponse  magnitudes  brighter  than  +4  were  precessed 
to  the  epoch  of  each  experiment  and  rotated  into  the  azimuth-zenith  distance  coord- 
inates of  the  payload.  The  stars  were  then  sorted  in  order  of  increasing  azimuth 
and  limited  to  those  stars  contained  in  a zenith  distance  band  defined  by  the  limits 
of  the  star  mapper.  The  bright  planets  were  also  included  if  their  positions  at 
epoch,  obtained  from  the  "American  Ephemeris  and  Nautical  Almanac,"  placed 
them  in  the  scan  pattern. 

The  predicted  pulse  pattern  of  voltage  as  a function  of  reference  point  azimuth 
was  calculated  by  convolving  the  star  mapper  reticle  calibration  equations  with  the 
stellar  position  and  magnitude  data.  Referring  to  Figure  3 it  is  apparent  that  each 
star  transit  of  the  mapper  produces  three  pulses  and  that  the  azimuth  of  the  second 
pulse  with  respect  to  the  first  and  last  is  a unique  function  of  the  zenith  distance  if 
the  geometric  and  rotation  poles  are  coincident.  The  pulses  were  identified  bv  the 
Bright  Star''’  number  of  the  transited  star  plus  a designator  for  the  slit  through 
which  the  star  is  observed.  A data  list  was  then  generated  which  contained  the 
reference  azimuth,  S-ll  magnitude  and  identifier  of  the  pulses  in  the  predicted 
pattern  ordered  by  increasing  azimuth. 

A segment  of  the  predicted  pulse  pattern  for  one  of  the  experiments  may  be 
seen  at  the  top  of  Figure  7.  The  ordinate  is  the  references  azimuth  and  the  abscissa, 

5.  Hoffleit,  O.  ( 1964)  Catalog  of  Bright  Stars,  3rd  Edition,  Yale  University 

Observatory. 
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Figure  7.  Comparison  Between  the  Calculated  Output  of  the  Star  Mapper  and  the 
Observed.  The  calculated  output  is  shown  at  the  top  of  the  figure  after  the  final 
aspect  solution  has  been  obtained  and  the  actual  output  is  at  the  bottom.  The 
Bright  Star  number  of  the  star  producing  the  triad  of  pulses  is  given  at  the  very 
top  of  the  diagram  and  the  tick  marks  locate  the  position  of  individual  pulses 

the  anticipated  output  voltage.  The  bright  star  number  of  the  transiting  source  is 
given  above  the  triad  of  pulses  it  produces  and  is  more  clearly  delineated  with  the 
tick  marks.  The  observed  star  mapper  output,  after  the  aspect  has  been  solved 
for,  is  shown  at  the  bottom  of  Figure  6. 

The  star  mapper  data  was  reduced  to  obtain  the  time  and  amplitude  of  the  ob- 
served star  pulses.  A pulse  was  selected  with  the  criterion  that  a number  of  con- 
secutive data  samples,  corresponding  to  the  transit  time  of  a slit,  were  above  a 
specified  amount  greater  than  the  running  value  of  the  calculated  noise.  The  exact 
value  of  the  acceptance  level  was  empirically  determined  for  each  flight.  This 
procedure  was  used  instead  of  a signal  to  noise  criterion  because  the  data  were 
non-linear.  The  star  mapper  electronics  were  ac  coupled  in  order  to  filter  out  the 
baseline  wanderings  due  to  extended  phenomenon  such  as  emission  from  the  galac- 
tic and  ecliptic  planes  and  off  axis  radiation  from  the  moon  or  OH  layer  of  the 
earth's  atmosphere.  Connequently,  the  undershoot  due  to  bright  sources  dri.ves 
the  voltages  negative  and  the  telemetry  clipped  the  output  at  zero  volts.  An  exam- 
ple of  this  is  shown  in  the  bottom  of  Figure  <5  following  the  pulses  due  to  BS  2491. 

A peak  amplitude  and  time  of  peak  for  each  of  the  potential  sources  were  ob- 
tained by  curve  fitting  a parabola  through  the  data  points  near  peak  and  calculating 
these  quantities  from  the  curve.  For  saturated  pulses  the  peak  was  assumed  to 
occur  at  the  midpoint  of  saturation.  The  pulse  data  were  divided  into  blocks  corre- 
sponding to  separate  rolls,  and  delineated  by  the  times  of  the  turn  pulses  sent  by 
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the  attitude  control  system  when  it  sensed  the  completion  of  a 3 60°  roll.  These 
turn  pulses  initiated  stepping  of  the  sensor.  Four  of  the  rolls  were  further  divided 
into  segments  which  were  actively  accelerated  by  the  roll  jets,  that  is,  the  initial 
spinup  of  the  payload  and  the  three  roll  rate  changes,  and  "unperturbed"  segments. 
Taking  the  data  in  blocks  corresponding  to  rolls  was  a natural  division  since  the 
same  predicted  pulse  pattern  applies  to  each  one  of  the  rolls. 

The  sought  for  aspect  solution  for  each  roll  was  a second  or  third  order  poly- 
nomial which  converted  the  times  of  the  observed  pulses  into  azimuths  such  that 
the  deviations  between  the  observed  and  predicted  pulse  pattern  were  minimized 
in  the  least  squares  sense. 

The  initial  step  was  to  select  a prominent  pulse,  common  to  all  rolls,  from 
the  list  of  observed  pulses  and  to  identify  it  in  the  predicted  output  data  file.  This 
pulse  was  usually,  but  not  always,  the  first  slit  transit  of  the  brightest  star. 
Successive  identical  pulses  occurred  after  exactly  a 3 60  degree  roll  was  completed. 
Since  the  azimuth  of  the  pulse  was  known  and  the  times  of  occurrence  were  meas- 
ured an  initial  aspect  solution  was  obtained  by  assuming  a constant  roll  rate  be- 
tween the  pulses.  The  azimuth  aspect  solution  then  was  expressed  by 
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where  Az^ft)  is  the  aspect  azimuth  solution  for  the  nth  roll,  A(*)  is  the  azimuth  of 
the  pulse,  t (*)  and  tn+j(*)  are  the  pulse  times  on  the  n1*1  and  (n  + 1)  roll  respec- 
tively, and  the  time,  t,  is  limited  to  values  between  the  beginning  of  the  n**1  roll, 
t , and  the  end,  t , . 
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This  initial  aspect  solution  for  the  n roll  was  used  to  convert  the  observed 

pulse  times  into  azimuths.  The  predicted  and  observed  pulses  were  compared  and 
each  observation  was  assigned  the  designation  and  azimuth  of  the  nearest  predicted 
pulse  and  a weight  equal  to  the  observed  voltage.  A weighted  least  squares  regres- 
sion of  azimuth  as  a function  of  time  W'as  calculated  wdth  the  order  of  the  poly- 
nomial of  the  regression  fixed. 

The  energy  from  the  fine  pitch  and  yaw  jets  used  to  correct  for  the  small  mis- 
alignment between  the  dynamic  and  geometric  roll  axis  cross  coupled  to  the  roll 
motion.  Each  activation  of  a jet  produced  a small  change  in  rate  and  the  jet  firings 
were  more  or  less  uniformly  timed  during  a roll  such  that  the  pole  star  was  offset 
at  about  20  arc  sec  from  the  star  tracker  null  in  a constant  body  fixed  pitch  and 
yaw  direction.  It  was  therefore  assumed  that  the  jets  produced  a constant  secular 
acceleration  in  roll  rate  during  the  course  of  a roll.  Different  rolls  had  different 
accelerations  as  sensor  stepping  changed  the  cross  moments  of  inertia.  A parabolic 
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regression,  that  is,  constant  acceleration,  was  found  to  give  an  excellent  aspect 
solution  for  almost  all  of  the  rolls.  A cubic  was  required  for  the  last  rolls  on 
one  experiment  where  a small  amount  of  aerodynamic  force  could  have  perturbed 
the  dynamics. 

The  differences  between  the  assigned  and  calculated  azimuths  were  examined. 
If  all  the  differences  were  within  3 arc  min,  the  solution  was  accepted  as  final. 
Otherwise,  the  weight  of  the  pulse  with  the  largest  deviation  was  set  to  zero  and  a 
new  weighted  regression  was  calculated.  The  deviations  of  the  new  regression 
were  checked  and  the  weight  of  the  pulse  with  the  largest  deviation  was  zeroed  and 
new  regressions  calculated.  This  procedure  was  iterated  until  the  absolute  value 
of  the  largest  deviation  was  less  than  3 arc  min.  A new  set  of  azimuths  were  cal- 
culated for  the  pulses  given  zero  weight.  These  azimuths  were  compared  with  the 
predicted  pattern  to  check  if  there  were  any  changes  in  the  predicted  pulses  which 
were  close  to  the  zero  weighted  pulses.  If  such  changes  did  occur,  then  the  orig- 
inal weights  of  the  pulses  were  restored  and  the  new  designations  and  azimuths  of 
the  closest  predicted  pulses  were  assigned  to  them.  If  there  were  no  reassign- 
ment of  designation  and  azimuth,  then  all  the  adjustments  were  made  that  could 
be  and  the  current  aspect  solution  was  accepted  as  final.  If  one  or  more  of  the 
observed  pulses  was  reassigned  a designation  and  azimuth,  then  a new  weighted 
regression  was  calculated,  the  largest  deviation  greater  than  an  absolute  value  of 
3 arc  min  was  assigned  a zero  weight  and  the  entire  process  is  repeated  until 
(a)  no  reassignment  of  designation  or  azimuth  occurs  at  that  step  of  the  procedure 
or  (b)  the  absolute  value  of  the  largest  deviation  from  the  first  regression  curve 
calculated  after  the  designation  and  azimuth  reassignment  is  less  than  3 arc  min. 

If  the  initial  aspect  solution  was  not  accurate  enough  to  correctly  assign  designa- 
tions and  azimuths  to  a sufficient  number  of  pulses,  the  solution  could  diverge. 

In  this  case,  the  procedure  is  stopped  after  50  iterations  and  a closer  examination 
of  the  initial  aspect  was  required.  Typical  root  mean  square  values  of  the  devia- 
tions from  the  final  aspect  solutions  for  the  "unperturbed"  rolls  were  1 to  1.  5 arc 
min.  These  errors  may  well  have  been  dominated  by  the  uncertainties  in  deter- 
mining the  location  of  the  pulse  peak  since  they  are  roughly  the  size  which  corre- 
sponds to  the  telemetry  sample  time. 

The  next  step  was  to  find  aspect  solutions  for  the  roll  segments  which  include 
the  initial  spinup  of  the  payload  and  the  three  periods  of  rate  changes.  As  before, 
the  observed  list  was  searched  for  prominent  pulses,  except  that  for  these  rolls 
one  or  more  pulses  were  identified  and  a permanent  weight  of  5,  which  corresponds 
to  the  maximum  telemetry  output,  given  to  them.  An  initial  roll  rate  and  rate 
change  for  these  roll  segments  were  obtained  from  either  a linear  regression  of  the 
ACS  roll  rate  telemetry  output  or  a linear  interpolation  between  the  beginning  and 
ending  roll  rates  determined  by  the  aspect  solution  for  the  unperturbed  rolls  on 
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either  side  of  the  roll  segment  in  question.  This  rate  equation  was  integrated  to 
give  the  initial  aspect  as  a quadratic  function  of  time  with  the  reference  azimuth 
and  time  set  equal  to  the  identified  pulse  (or  one  of  them).  An  iterative  procedure 
similar  to  the  one  used  for  the  unperturbed  rolls  was  used  for  the  azimuth  solution 
except  that  the  pulses  which  were  initially  identified  were  not  allowed  to  be  assigned 
a zero  weight.  Except  for  a few  of  these  perturbed  roll  segment  which  had  only  a 
very  limited  number  of  observed  pulses,  the  rms  errors  of  the  final  aspect  solu- 
tions were  comparable  to  those  obtained  on  the  unperturbed  rolls. 

As  noted  earlier,  with  the  payload  roll  and  geometric  axis  fixed  to  a known 
set  of  inertial  coordinates  the  star  mapper  may  be  considered  as  a transit  instru- 
ment. The  advantage  of  this  configuration  is  that  attitude  control  system  rate  out- 
puts can  be  calibrated  and  updated  through  the  star  mapper  pulses.  Aspect  deter- 
mination in  just  such  a manner  was  required  for  the  fourth  of  the  White  Sands 
series  of  flights.  During  the  powered  portion  of  this  flight  one  of  the  dynodes  of 
the  photomultiplier  opened  up,  reducing  the  sensitivity  to  such  an  extent  that  only 
Bright  Star  2326  (a  Car)  and  Venus  were  detected.  Thus,  an  insufficient  number 
of  pulses  were  observed  to  permit  the  calculation  of  an  adequate  solution  by  the 
previously  described  procedures. 

An  aspect  solution  was  obtained  by  integrating  the  roll  rate  equation  calculated 
from  the  output  of  the  roll  rate  gyroscope  and  determining  the  azimuth  zero  points 
and  gyroscope  drift  and  calibration  errors  with  the  star  pulse  observations.  The 
rate  rather  than  position  readouts  were  used  because  of  the  smaller  gyroscope 
drift  and  the  better  signal  to  noise  due  to  the  large  telemetry  scale  allocated  to  the 
rate  gyroscopes. 

The  telemetry  conditioned  output  of  the  roll  rate  gyroscope  was  converted  to 
an  angular  rate  by  means  of  the  calibration  equation  supplied  by  ALRC  before  the 
flight.  As  before,  the  data  is  divided  into  blocks  of  rolls  defined  by  the  turn  pulse 
times,  plus  the  four  roll  segments  with  roll  rate  changes.  A linear  least  squares 
regression  of  the  ACS  roll  rate  as  a function  of  time  was  calculated  for  each  roll. 
These  solutions  differed  from  the  true  roll  rate  due  to  (a)  errors  in  the  constants 
used  to  convert  the  telemetry  output  into  roll  rate  and  (b)  drift  in  the  roll  rate 
gyroscope.  Since  the  roll  rate  calibration  equation  was  linear  with  respect  to  the 
output  and  it  was  assumed  that  the  gyroscope  drift  was  constant  with  time,  the 
true  roll  rate  (urp)  was  given  by 


uT(t)  = 7 wACS(t)  + 6 


where  is  the  ACS  roll  rate  output  and  y and  6 are  the  necessary  correction 

factors.  For  the  j**1  roll  the  ACS  roll  rate  was  given  by 
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uACS(t)  = wj  + uj'1 


The  azimuth  aspect  solution  is  obtained  by  integrating  Eq.  (3) 


n i 1 

/ dA'  / uACS(t)  dt  = / (u.  + uj  t)  dt 


A - A =u>.  (t  - t ) f-j-  (t2  - t2) 

J J J C J 


here  t and  A.  are  the  beginning  time  and  azimuth  respectively,  for  the  j roll.  If 
there  were  no  gyroscope  drifts  and  the  ACS  telemetry  calibration  equation  for  the 
roll  rate  were  exact,  then  the  azimuth  and  times  of  pulses  could  be  used  to  calcu- 
late a mean  value  of  A ^ the  only  unknown  in  Eq.  (4).  The  true  azimuth  solution  is 
given  by 


/ rlA7’  /-’Tdt  / [y(ir^  + udt)  + 6 1 


t . t . 

J 1 


7**h  2 2 

Az  - Az . - (yur  + 6)(t  - t .)  + — jJ-  (t  - C ) 


Combining  Eqs.  (41  and  (5) 


(Az  - Az.)  - (A  - A3  (y  - 1) 


[“j«  - V * ^ 1,2  - '?']  * 


6 (t  - t.) 


Az  - u (t  - t.)  + ^ (t2  - t2)  Az  f | (y  - Hut,  + 6l(t  - t.)  + (t  - 1)  -s*-  (t2  - t2) 
3 J 4 j .1  .1  J £ J 


Here  all  the  quantities  on  the  left  hand  side  of  Eq.  (7)  are  known  for  a star  pulse 

and  a number  of  observed  pulses  can  be  used  to  obtain  a best  fit  through  a three 

2 2 

variable  regression  for  the  azimuth,  Az.  and  the  coefficients  of  (t  - t.l,  (t  - t . 1 
with  the  values  of  y and  6 following  directly  from  these  coefficients.  Unfortunately, 
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uACS(t)  ’ VV1 


Tlie  azimuth  aspect  solution  is  obtained  by  integrating  Eq.  (3) 


i v 

J d A'  J wACS<t)  dt  = J (u.  + uj  t) 


w<i  2 2 

A " A ^ = u)j  (t  - tj)  + -Tg-  (t  “ tj ) 


here  t-  and  A.  are  the  beginning  time  and  azimuth  respectively,  for  the  j roll.  If 
there  were  no  gyroscope  drifts  and  the  ACS  telemetry  calibration  equation  for  the 
roll  rate  were  exact,  then  the  azimuth  and  times  of  pulses  could  be  used  to  calcu- 
late a mean  value  of  A(,  the  only  unknown  in  Eq.  (4).  The  true  azimuth  solution  is 
given  by 


J dAz'  J dt  ~ J*  [y(ur  + Wj't)  + 6l 


t . t . 

.1  1 


7Wj  9 2. 

Az  - Az.  = (yur  + 6)(t  - t-)  + —g-  (t  - t“) 


Combining  Eqs.  (4)  and  (5) 


(Az  - Az-)  - (A  - A^)  - (y  - 1) 


[w'  9 9 

u.(t  - t.)  +-J-  (t  - t ) + 6(t  - t.) 
3 3“  3 3 


Az  - u).(t  - t.)  + -£•  (t2  - t?)  Az.  +■  I(y  - l)u.  + 6l(t  - t .)  + (y  - 1)  (t2  - t2) 


Here  all  the  quantities  on  the  left  hand  side  of  Eq.  (7)  are  known  for  a star  pulse 

and  a number  of  observed  pulses  can  be  used  to  obtain  a best  fit  through  a three 

2 2 

variable  regression  for  the  azimuth,  Az.  and  the  coefficients  of  (t  - U),  (t  - t . ) 
with  the  values  of  y and  6 following  directly  from  these  coefficients.  Unfortunately, 
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the  4 to  6 pulses  observed  for  each  roll  were  not  enough  to  produce  a stable  solu- 
tion. The  reason  for  this  can  be  seen  from  Eq.  (7).  With  y close  to  1.  0,  (7  - 1) 
is  a small  quantity  as  is  uA,  thus  the  statistical  uncertainty  result ing  from  too 
few  data  points  has  a profound  effect  on  determining  7.  Since  7 and  6 are  coupled 

in  the  (t  - t.)  coefficient  through  the  comparatively  large  10.,  a small  error  in  7 
J 1 

results  in  a large  error  in  6. 

To  constrain  the  solution  to  realistic  values,  7 was  assumed  to  be  a known 
constant  whose  value  is  approximately  1.  Equation  (1)  is  solved  by  least  squares 
procedures  to  obtain  Az^  and  6 for  each  roll.  There  are  enough  observed  data 
points  to  give  significant  results  under  these  conditions.  Since  it  was  assumed 
that  the  roll  rate  gyroscope  drift  term  is  constant  and  that  the  roll  rate  is  a linear 
function  of  time,  7 and  6 are  constant  for  the  entire  flight,  that  is,  both  effects 
are  linear  in  time  and  7 and  6 adjust  the  observed  linear  values  to  the  correct  ones. 
However,  an  incorrect  choice  of  7 for  Eq.  (7)  will  produce  a time  dependent  value 
of  7 as  may  be  seen  by  rewriting  the  time  dependent  part  of  Eq.  (7). 

[(7  - l)u.  + 6]  (t  - t.)  + (7  - 1)  <t2  - t2)  - [(7  - l)(wi  + -i  (t  + t.))  + «]  (t  - t.)  . 

J J d J L J & J J 

The  azimuth  aspect  was  iterated  by  varying  the  value  of  7 until  6 was  a con- 
stant for  all  rolls.  Specifically,  an  initial  value  of  1.0  was  assumed  for  7 and  a 
least  squares  regression  of  Eq.  (7)  with  the  observed  pulse  azimuth  and  time  of 
peak  to  obtain  Az . and  6 for  each  roll.  The  roll  to  roll  trend,  and  hence  time 
dependence,  found  for  6 was  used  to  estimate  a new  value  of  7.  This  new  value  of 
7 was  used  to  calculate  a new  aspect  solution  with  updated  values  of  Az^  and  6.  Six 
iterations  of  this  procedure  were  required  before  7 was  a constant  for  all  rolls  for 
the  flight  in  question.  The  root  mean  square  of  the  deviations  for  the  final  solu- 
tions were  between  1.  5 and  4.  7 arc  min,  one  to  three  times  larger  than  the  rms 
derived  on  other  flights  using  the  star  mapper  alone. 

6.  ASPECT  UPDATES  THROUGH  THE  INFRARED  SENSOR 

The  aspect  solutions  obtained  from  the  star  mapper  allows  the  calculation  of 
the  position  of  the  aspect  reference,  which  was  nominally  in  the  deployment  plane 
of  the  infrared  telescope,  for  anytime  during  the  course  of  the  experiment.  The 
zenith  angle  and  azimuth  of  the  center  of  the  infrared  telescope  defined  by  the 
fiducial  mark  on  the  focal  plane  was  calculated  from  the  deployment  calibration  and 
the  optical  shaft  encoder  output  and  adding  the  deployment  bias  angle  to  the  aspect 
solution.  The  focal  plane  layout  of  the  location  of  each  detector  with  respect  to  the 
fiducial  mark  was  used  to  transfer  the  aspect  of  the  center  of  the  field  of  view  to 
the  center  of  a detecting  element  which  observed  a potential  source. 
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The  positions  of  potential  sources  were  compared  on  a roll  by  roll  basis  to 
objects  contained  in  various  lists  of  sources  known,  or  suspected,  to  be  bright  in 
the  infrared.  Associations  made  between  observed  AFGL  sources  and  objects  in 
the  2,  2 micron  catalog,  commonly  referred  to  as  the  IRC,  of  Neugebauer  and 

g 

Leighton  were  used  to  update  the  aspect  of  the  infrared  telescope.  The  IRC,  and 

7 

its  unpublished  extension,  contain  positions  and  magnitudes  for  over  6000  sources 
brighter  than  +3  at  2.  2 microns.  Over  80  percent  of  the  4.  2 microns  survey 
sources  were  associated  with  IRC  objects. 

Positions  in  the  IRC  were  improved  by  adopting  more  precise  data  from  the 

O 

Smithsonian  Astrophysical  Observatory  Star  Catalog  for  those  objects  common  to 
both  catalogs.  Those  data  were  then  precessed  to  the  epoch  of  each  experiment 
and  rotated  into  the  azimuth-zenith  angle  coordinate  system  of  the  payload  and 
infrared  telescope.  The  list  of  IRC  objects  was  sorted  in  terms  of  increasing 
azimuth,  then  into  blocks  of  objects  contained  in  a band  swept  out  by  the  sensor  on 
each  roll.  An  association  was  made  with  the  closest  IRC  object  to  the  potential 
source  within  ±4.  5 arc  min  in  azimuth  and  ±0.  105  degrees  in  zenith  angle.  These 
values  were  empirically  determined  to  give  a good  set  of  associations  from  the 
initial  aspect  solution  and  correspond  to  a detector  width  at  minimum  deployment 
and  the  half  height  of  a detector  plus  one  optical  blur  circle  diameter  at  20  microns. 

Azimuth  and  zenith  angle  differences  between  the  observed  position  of  the 
source  and  the  updated  IRC  position  were  calculated  for  each  association  and  an 
average  offset  for  each  coordinate  obtained  for  every  roll.  These  offsets  were 
added  to  the  aspect  solution  for  the  rolls  and  a new  set  of  associations  and  offsets 
calculated.  This  procedure  was  iterated  until  no  new  associations  were  found.  A 
list  of  sources  with  IRC  associations  and  large  signal  to  noise  was  printed  for  each 
roll  using  the  final  offsets. 

Each  roll  was  then  checked  individually.  The  limits  of  association  were 
narrowed  to  ±0.  095  degrees  zenith  and  ±0.  05  degrees  azimuth  and  a new  set  of 
position  offsets  determined  with  extra  weight  given  to  the  associations  of  source 
is  detected  on  adjacent  rows  of  detectors.  The  uncertainty  in  the  zenith  angle  of 
a source  which  transited  the  detector  to  detector  overlap  regions  was  about  four 
times  less  than  that  in  the  non-overlapped  region.  A final  set  of  bias  angles  in 
zenith  angle  and  azimuth  data  were  obtained,  then  applied  to  the  data. 


6.  Neugebauer,  G. , and  Leighton,  R.B.  (1969)  Two  Micron  Sky  Survey,  A 

Preliminary  Catalog,  NASA  SP-3047. 

7.  Neugebauer,  G.  (1971)  Extension  to  the  Two  Micron  Sky  Survey,  unpublished. 

8.  Smithsonian  Astrophysical  Observatory  (1966)  Star  Catalog.  Smithsonian 

Publication  4652,  U.  S.  Government  Printing  Office. 
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After  the  final  aspect  solution  for  the  sensor  output  was  derived  an  error 
corresponding  to  the  half  width  at  half  maximum  of  the  signal  was  assigned  to  the 
azimuth  position  and  a detector  half  height  to  the  zenith  angle  of  the  observation. 
The  zenith  angle  error  was  reduced  to  the  height  of  the  overlap  region  if  the  source 
was  detected  on  adjacent  detectors.  The  position  and  the  associated  errors  were 
transformed  into  celestial  coordinates.  The  errors  in  right  ascension  and  declina- 
tion were  taken  as  the  unsigned,  that  is,  absolute  value,  combination  of  the  azimuth 
and  zenith  angle  error  in  each  celestial  coordinate.  Specifically: 


A6  = aQ  Az  + a^  AA 


Ao  = (a,  Az  + a AA)/cos  6 
1 o 

a = cos  6 cos  z cos  A + sin  6 sin  z /cos  & 

0 p p ' 

a.  = cos  6 sin  A /cos  6 

1 p ' 


(8) 


where 

A a,  A6  are  the  errors  in  right  ascension,  at  a,  and  declination  at  6, 
respectively 

AA,  Az  are  the  errors  in  azimuth,  at  A,  and  zenith  angle,  at  z,  respectively 

6 is  the  declination  of  the  pole  star. 

P 

Note  that  an  error  box  generated  with  ±Ao  and  ±A6  around  the  observed  position  of 
the  source  at  (a,  6)  was  larger  than  the  original  (±AA,  ±Az)  error  box. 

Sources  observed  on  two,  or  more,  separate  experiments  were  identified  as 
the  same  object  if  these  azimuth-zenith  angle  error  boxes  overlapped.  The  posi- 
tions and  brightnesses  of  these  multiply  observed  objects  were  obtained  from  the 
means  of  the  individual  values.  The  positional  error  assigned  to  the  source  was 
the  root  sum  square  of  the  individual  right  ascension  or  declination  error  plus  the 
sum  square  of  the  deviations  of  the  individual  positions  From  the  mean,  all  divided 
by  twice  the  total  number  of  individual  observations.  Figures  8 and  9 are  histo- 
grams of  the  right  ascension  errors,  reduced  to  the  equator,  and  declination  errors 

determined  in  this  manner  for  the  source  contained  in  the  AFGL  Four  Color  Infra- 

2 

red  Sky  Survey  of  Price  and  Walker.  A bimodal  distribution  is  apparent  in  both 
histograms.  The  peak  of  3.  8 arc  min  is  due  to  the  singly  observed  sources 
whereas,  the  multiple  observations  reduce  the  errors  such  that  they  peak  at  2.2 
arc  min. 

These  errors  are  conservative  estimates  of  the  positional  uncertainty  of  the 
source  which  arose  not  only  from  the  error  in  the  aspect  determination  but  also 


s 


27 


0 1 2 3 4 S 

RIGHT  ASCENSION  ERROR  (MINUTES  OF  ARC) 

Figure  8,  The  Distribution  in  the  Calculated  Uncertainties  of  the  Right 
Ascensions,  Reduced  to  the  Equator,  of  all  the  Sources  in  the  A FGL 
Catalog.  2 The  bimodal  distribution  arises  from  the  difference  in  posi- 
tional uncertainty  between  the  singly  and  multiply  observed  sources 


DECLINATION  ERROR  (MINUTES  OF  ARC) 

Figure  9.  The  Distributions  in  the  Calculated  Uncertainties  in 
Declination  for  the  Sources  in  the  A FGL  Catalog 
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RIGHT  ASrENS 1 ON  ERROR  l MINUTES  OP  ARC) 

Figure  10.  The  Distribution  of  the  Differences  Between  flight 
Ascensions,  Reduced  to  the  Equator,  of  IRC”-  ' Sources  in  the 
AFGL  Catalog  and  the  Listed  Position  Either  in  the  IRC6*  ‘ or 
the  SAO8  Catalog 
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DECLINATION  ERROR  IMjNUTES  OF  ARC) 

Figure  11.  A Histogram  of  the  Differences  in  the  Declination 
of  AFGL  Sources  and  the  IRC6-  ' Objects  Associated  With  Them 
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incorporated  the  uncertainty  in  locating  the  exact  position  that  a source  transited 
a detector.  The  ability  of  the  aspect  solution  to  calculate  adequate  source  positions 
is  shown  in  Figures  10  and  11.  These  histograms  were  generated  from  the  sources 
in  the  AFGL  catalog  with  IRC  associations.  Figure  10  plots  the  number  of  stars 
with  right  ascension  differences,  reduced  to  the  equator,  between  the  updated  IRC 
positions  and  the  AFGL  positions  in  quarter  degree  intervals;  Figure  11  is  a sim- 
ilar plot  for  the  declination  differences.  The  distributions  are  well  represented 
by  gaussian  functions  with  standard  deviations  of  1.  5 arc  min  in  right  ascension 
and  1.2  arc  min  in  declination.  These  values  represent  how  accurately  the  method 
of  aspect  determination  was  with  regard  to  the  entire  catalog.  The  standard  devia- 
tions of  1.  5 and  1.  2 arc  min  were  not  much  different  than  the  rms  error  of  the 
azimuth  solution  (1.  0 to  1.  5 arc  min),  the  digitization  uncertainty  of  the  optical 
shaft  encoder  on  the  deployment  gimbal  (1  arc  min)  and  the  uncertainty  associated 
with  the  limits  on  the  azimuth  and  zenith  angle  differences  for  the  IRC  associations 
used  in  the  final  aspect  update  (about  1 arc  min). 

Thus,  the  desired  goal  of  determining  the  position  to  greater  accuracy  than 
the  size  of  a detector  element  was  achieved. 


7. 


COMPLETE  ATTITUDE  DETERMINED  WITH  THE  STAR  MAPPER 


If  the  star  tracker  failed  to  acquire,  or  maintain,  lock  onto  the  star  used  for 
the  pole  of  rotation,  the  inertial  location  of  the  rotation  axis  may  also  be  deter- 
mined from  the  star  mapper  observations.  This  solution  was  originally  developed 
for  the  early  AFGL  experiments  which  used  roll  stabilized  platforms  for  inertial 
guidance  but  is  applicable  to  any  experiment  with  similar  geometry. 

To  extract  the  required  aspect  from  the  observations  the  star  mapper  must 
be  accurately  referenced  to  the  defined  geometric  axis  with  star  mapper  "N"  slit 
carefully  mapped  in  the  coordinate  system  of  the  payload.  It  is  also  assumed  that 
the  geocentric  position  of  latitude,  longitude  and  altitude  are  known  at  anytime 
during  the  experiment.  The  pole  of  rotation  is  taken  to  be  constant  in  the  body 
fixed  coordinate  system  during  the  time  an  aspect  solution  is  being  calculated. 
Further,  the  rotation  is  either  unconstrained  or  subject  to  very  small,  randomly 
timed  perturbations  which  may  reasonably  be  considered  as  a constant  and  con- 
tinuous disturbance.  The  aspect  solutions  ere  calculated  for  the  roll  segments 
between  major  perturbations,  for  example  on  a roll  to  roll  basis  as  previously 
described  or  from  one  major  roll  correction  to  the  next. 

The  experiment  rotates  with  an  angular  velocity,  ue,  about  an  axis  close  to, 
but  not  coincident  with  the  geometric  roll  axis.  This  geometry  is  shown  in  Fig- 
ure 12  where  R^  is  the  geometric  roll  axis  of  the  payload  and  Rj  is  defined  by  the 
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Figure  12.  The  Geometry  of  the  Experiment.  The 
defined  payload  longitudinal  axis  is  in  the  direction 
of  the  vector  Rg  and  the  star  mapper  reference  is 
along  R..  _T he  experiment  rotates  about  the  true 
roll  axis,  ue,  which  is  resolved  into  a tip  off  angle, 

0,  in  the  Rg  - R j plane  and  a rotation  angle,  k 

star  mapper  azimuth  reference  point.  The  sensor  deployment  is  in  the  Rj  - Rg 
plane.  The  rotation  axis,  ue,  is  resolved  into  a tipoff  angle,  0,  in  the  Rj^  - Rg 
plane  and  a skew  angle  k,  in  the  Rg  - Rg  plane.  Both  0 and  k are  constrained  to 
be  small  enough  that  the  first  order  trigonometric  approximations  apply  to  them. 
Also,  in  order  to  obfain  a tractable  approach  to  the  aspect  solution,  the  measured 
positions  of  the  reticle  slit  edges,  corrected  for  cosecant  zenith  angle  distortion, 
are  assumed  to  be  rectilinear  in  coordinate  transformation.  This  means  that  the 
zenith  and  rotation  angles  of  the  slit  edges  in  the  coordinate  system  with  JTe  as  the 
pole  may  be  found  from 

A A„  cos  k + (z^  + 0)  sin  k = A + (z  + 0)k  (9a) 

wo  o o 

z = -A  sin  x + (z  + 0)  cos  k = -A  k + (z  + 0)  (9b) 

woo  o 

A()  and  z^  are  the  rotation  and  zenith  angles  of  the  star  mapper  point  in  ques- 
tion measured  in  the  geometric  reference  frame  and  Ay  and  z^  are  the  corresponding 
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values  with  the  vector  u taken  as  the  pole.  The  rotation  angle  is  the  azimuth  dif- 
ference between  the  star  mapper  point  in  question  and  the  star  mapper  azimuth 
reference  after  correcting  for  the  cosecant  zenith  angle  distortions.  Thus,  if  y 
is  the  angle  measured  in  the  laboratory  equals  7 times  sin  z.  In  the  small 
angle  assumption  (3  is  the  amount  of  translation  in  zenith  angle  from  the  origin  and 
k is  the  amount  the  new  coordinate  system  is  rotated. 

The  problem  is  to  solve  for  the  angles  £S  and  k as  well  as  azimuth  as  a function 
of  time. 

The  measured  positions  of  the  edges  of  the  star  mapper  slits  are  the  result 
of  a convolution  of  the  mechanical  edges  of  the  reticle  mask,  the  optical  transfer 
function  and  the  cosecant  zenith  angle  of  the  measurement  in  the  defined  geometric 
frame  of  reference.  The  focal  plane  reticle  of  the  star  mapper  is  a blackened 
copper  plate  through  which  three  slits,  in  the  shape  of  an  "N.”  have  been  etched. 
The  outer  legs  of  this  "N"  are  made  as  parallel  as  mechanically  possible.  The 
slit  widths,  heights  and  separation  are  selected  to  optimize  the  resolution  for  each 
experiment.  The  optical  transfer  function  includes  the  optical  gain  and  lens  dis- 
tortion and  converts  the  linear  distances  of  the  reticle  into  angular  distances.  The 
angle  between  two  slits,  designated  by  f2,  is  related  to  the  angle  measured  at  a 
given  zenith  angle  by 

y - n /sin  z (10) 

The  zenith  angle  of  a star  transiting  the  star  mapper  field  is  uniquely  deter- 
mined by  the  ratio  of  the  angle  between  the  first  and  second  pulses  and  the  first 
and  third.  For  the  situation  where  the  geometric  and  dynamic  rotation  axis  coin- 
cide this  ratio  is 

n12/sin  z 

^12^13  = C?13/sin  z = yl2^yl3  (11) 

which  is  independent  of  the  cosecant  distortion.  Therefore,  the  measured  angles 
7 j2  anc*  T13  may  be  used  directly  in  the  zenith  angle  determination.  Indeed  this  is 
precisely  how  the  zenith  angle  function  is  obtained.  The  laboratory  measurements 
described  in  the  section  on  star  mapper  calibration  are  used  to  determine  the 
functional  relations  which  are  needed  to  calculate  the  azimuth  and  zenith  angle  of 
the  observed  star. 

First,  the  rotation  angle  as  a function  of  zenith  angle  is  calculated  for  each 
slit  edge  by  means  of  a least  square  regression  on  the  measured  data.  The  curve 
fits  for  the  two  slit  edges  are  averaged  to  obtain  an  expression  for  the  rotation 
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angle  of  the  center  of  each  slit  in  terms  of  zenith  angle.  The  peak  of  the  pulse 
due  to  a star  transiting  a slit  is  assumed  to  occur  at  the  slit  center.  The  azimuth 
of  an  observed  star  pulse  is  equal  to  the  azimuth  of  the  star  mapper  reference 
point  plus  the  rotation  angle  for  the  slit  the  star  transits.  The  rotation  angle  is 
obtained  from  the  known  zenith  angle  of  the  transit  and  the  rotation  angle  calibra- 
tion. 

The  zenith  angle  is  also  calibrated  through  a least  square  regression  on  the 
zenith  angle  as  a third  order  function  of  the  ratio  of  the  measured  rotation  angles 
of  the  first  and  second  slits  to  the  first  and  third.  This  is  the  ratio  13  in 

Eq.  (11).  The  advantage  of  an  N slit  reticle  over  a "V"  slit  reticle  is  evident. 

Both  give  zenith  angle  information  but  the  N slit  measurements  are  independent  of 
the  cisecant  distortion.  The  star  mapper  may,  therefore,  be  translated  in  the 
Rj  - R3  plane  such  as  when  the  rotation  pole,  13  has  a 3 component  only,  that  is, 
k equal  zero,  and  the  zenith  angle  calibration  can  be  used  to  calculate  the  correct 
zenith  angle  of  transit  with  respect  to  the  geometric  axis.  As  will  be  developed 
the  angle  of  translation,  (5,  is  determined  from  the  observed  zenith  angles  for  a 
number  of  stars. 

The  general  case  is  shown  in  Figure  13  where  a star  at  a constant  zenith  angle 
from  the  rotation  pole  i3e  tracks  across  the  N slit  elevated,  or  depressed,  by  an 
angle  0 and  tilted  by  k.  In  the  absence  of  lens  distortions,  which  were  very  small 
for  the  AFGL  star  mapper,  the  distance  between  slits  a and  b along  the  track  of 
the  star  is 

nab/cos  K • 

The  observed  angular  difference  includes  the  cosecant  distortion  with  respect 
to  the  pole  of  rotation 

7kb  s nab/cos  K sin  Zuj  <12> 

where  z^  is  given  by  Eq.  (9b).  Eq.  (12)  becomes 

y'ab  = nab/cod  K sin  (zq  + 0 - Aqk) 

and  Ar  is  the  rotation  angle  of  the  central  slit.  Here  again,  the  ratio  of  the  first 
and  second  to  the  first  and  third  slit  angular  differences  cancels  out  the  common 
denominator  in  Eq.  (13)  and  we  have 

y21^yh  = n2l/Q3l  ’ 
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Figure  13.  Geometry  of  a Star  Transit.  With  respect 
to  the  true  pole  of  rotation,  the  star  mapper  reticle  is 
elevated  by  an  amount  (3  and  rotated  through  an  angle  k 
The  track  of  the  star  across  the  reticle  is  tilted  at  an 
angle  k with  the  result  that  the  apparent  rotation  rate 
is  slower  than  actually  shown 


Thus,  the  height  of  a stellar  transit  in  the  geometric  reference  frame  is  uniquely 
determined  by  the  angular  differences  of  the  observed  slit  transits  and  does  no! 
depend  on  the  knowledge  of  the  orientation  of  true  pole  of  rotation.  This  is  only 
correct  if  ,3  and  k are  small  enough  that  the  small  angle  trigonomic  approximations 
are  applicable  and  the  width  of  the  X reticle  is  narrow  enough  that  the  small  angle 
approximation  applies  to  the  measured  rotation  angles  in  the  coordinate  transfor- 
mation. 

Some  "a  priori"  knowledge  about  the  roll  rate  is  required  to  convert  the  times 
of  the  observed  pulses  into  angles.  The  angle  between  two  slits  is  calculated  from 


>2i  ue(,2  * *iVsin  z • 

Once  more,  the  ratio  of  >21  >3i  used  to  calculate  the  geometric  zenith  angle 
eliminates  a constant  roll  rate.  Expressly 


yl2  Ue(t2  ' V *2  ~ *1 
713  *Vt3  * V l3  ‘ *1 


(14) 


and  the  ratio  is  obtained  directly  from  the  observed  time  difference. 

Thus,  for  the  ”N"  slit  the  exact  value  of  a constant  roll  rate  need  not  be  known, 
only  that  it  is  constant.  This  is  another  advantage  over  the  "V  slit  for  which  the 
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exact  roll  rate  has  to  be  known  in  order  to  obtain  the  correct  zenith  angle.  Fur- 
ther, if  roll  acceleration  are  small  and  the  legs  of  the  N are  close  together,  the 
roll  rate  is  essentially  constant  during  a star  transit  across  the  reticle.  In  this 
case,  the  roll  acceleration  will  appear  in  the  aspect  solution  as  producing  a dif- 
ferent "constant"  roll  rate  for  stars  observed  at  different  times.  Also,  since  the 
time  rate  of  change  is  the  important  variable  in  the  ratio  calculation,  that  is, 

_i  “'e  l2  + *1 

ue(t2  ‘ ‘l*  + */2  u)e(t2  ‘ tl]  sin  z (t2'tl)  2 

u (t-  - t.)  + 1/2  uMti!  - t jl/sin  z (t3  " V . “e  *3  + (1 

e 3 1 e 3 l l < — 5 

- -*  u 2 

e 

an  accurate  value  of  might  be  obtained  from  the  attitude  control  roll  rate 

gyroscope  readouts  as  the  ACS  calibration  constants  are  cancelled  in  this  ratio. 

Thus,  one  set  of  observed  inputs  is  obtained,  the  observed  zenith  angles  in 
the  rocket  geometric  reference  frame  from  the  times  of  the  slit  transits  for  the 
measured  stars.  The  second  set  of  input  information  remains  to  be  considered, 
the  positions  of  the  observed  stars  in  the  expected  reference  frame  of  the  experi- 
ment. The  two  most  commonly  used  coordinate  systems  for  rocket  and  balloon 
experiments  are  the  inertial  and  geometric. 

Inertial  guidance  produced  by  roll  stabilized  platforms,  is  designed  to  main- 
tain a constant  reference  with  respect  to  the  "fixed"  stars.  This  is  the  situation 
for  the  AFCL  experiments  where  the  rotation  axis  is  constrained  by  the  star 
tracker  to  the  celestial,  that  is,  inertial,  coordinates  of  the  "pole"  star.  The 
launch  time  and  the  attitude  control  system  are  programmed  to  obtain  the  inertial 
position  of  the  star  before  control  is  transferred  to  the  tracker.  If  the  tracker 
fails  to  acquire,  or  loses  lock,  the  attitude  control  system  maintains  the  program- 
med reference.  For  some  experiments  an  "a  priori"  establishment  of  the  inertial 
coordinates  may  not  be  critical  or  necessary.  In  this  case,  the  inertial  reference 
may  be  found  from  the  programmed  relative  position  of  the  attitude  control  system 
and  the  sidereal  time  when  the  attitude  gyroscopes  are  uncaged. 

For  long  duration  experiments,  such  as  balloon  flights,  or  earth  centered 
experiments  to  measure  the  earth's  limb,  a geocentric  coordinate  system  is 
applicable.  The  inertial  pole  of  the  payload  is  constantly  changing  and  the  latitude 
and  longitude  need  to  be  accurately  known  as  a function  of  time  as  well  as  the  rela- 
tive geometry  of  the  experiment  in  order  to  calculate  the  inertial  coordinates 
applicable. 
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For  convenience,  the  celestial  coordinates  of  right  ascension  (a)  and  declina- 
tion (<5)  may  be  used  to  designate  the  position  in  inertial  coordinates.  Let  and 
6^  be  the  right  ascension  and  declination,  respectively,  of  the  inertial  pole  defined 
for  the  experiment  in  celestial  coordinates.  Then  a ^ and  6*  are  the  right  ascen- 
sion and  declination,  respectively,  of  the  observed  star.  For  the  case  of  the 

"a  priori"  determined  inertial  reference,  a and  6 are  defined  for  the  experi- 

P P 

ment.  For  an  inertial  platform  which  is  launched  at  a sidereal  time  0Q  and  an 
inertial  reference  X longitude  and  <j>  latitude, 

- > (15a) 

6 - <(>  . (15b) 

P 

The  above  expressions  are  also  applicable  to  the  geocentric  situation  except  that 
each  of  the  variables  are  functions  of  time  and  the  pole  has  to  be  calculated  for 
each  stellar  observation. 

The  standard  spherical  trigonometric  formulae  apply  to  determine  the  azimuth 
and  zenith  angle  of  the  observed  star  with  respect  to  the  pole  at  (i*p,  6 ) 

cos  z.  = sin  6,  sin  6 + cos  6*  cos  6 cos  (o*  - a ) (16) 


cos  Az. 


sin  6*  - sin  6„  cos  2. 

d * 


sin  z.  cos  6 
* P 


sin  Az, 


-cos  6*  sin  (».  - a )/sin  z 


Since  the  location  of  the  anticipated  pole  of  rotation  (o  6 ) is  known  and 

r H 

Eqs.  (16),  (17)  and  (18)  gives  the  azimuth  and  zenith  angle  of  the  brighter  stars, 
a sequence  of  star  mapper  observations  may  be  generated  and  at  least  the  brighter 
pulses  may  be  associated  with  the  stars  which  cause  them.  The  actual  pole  of 
rotation  is  tipped  off  the  anticipated  inertial  pole  by  an  amount,  e,  in  a direction 
which  is  at  an  angle,  p,  away  from  the  north  point  as  shown  in  Figure  14.  The 
observed  ratio  of  the  times  between  the  first  and  second  to  first  and  third  pulses 
from  a star  permits  a calculation  of  the  geometric  zenith  angle  for  that  star.  This, 
in  turn  is  related  to  the  zenith  angle  with  respect  to  the  pole  of  rotation  through 
the  unknowns,  0 and  k,  as  defined  in  Eq.  (9b). 


ADOPTED  INERTIAL 
POLE 


Figure  14.  Pole  of  Rotation  in  Inertial  Coordinates.  The  pole  of  rotation,  w , is 
offset  by  an  angle  e from  the  adopted  inertial  pole  in  the  direction  which  is  r^ated 
by  an  angle,  rj,  from  the  north  point.  The  zenith  angle  and  azimuth,  z^  and  Az# 
respectively,  of  the  observed  star  are  calculated  quantities  from  the  known  inertial 
coordinates  of  the  star  and  the  adopted  pole.  The  star  transits  the  star  mapper  at 
a zenith  angle,  z after  the  star  mapper  reference  has  swept  through  an  angle 
ue(t  - tm>  from  meridian  transit 


The  spherical  trigonometric  relationships  for  the  situation  shown  in  Figure  14 

are 

cos  z cos  z , cos  e + sin  z sin  e cos  ui  (t.  - t ) 

* w w e * m 

- cos  (z  + /3  - A k)  cos  e .+  sin  (z  + (3  - A k)  sin  e cos  u)  (t„,  - t ) 
o o o o e * m 

(19) 

cos  z = cos  (z  + 0 - A k)  = cos  c cos  z.  + sin  e sin  z.  cos  (A z.  - n)  (20) 

O O v v v 

sin  ue(t„,  - tm)/sin  z^  = -sin  (Az*  - rj)/sin  zy  (21) 

= -sin  (Az  - r))/sin  (z  + 0 - A k)  . 

* o o 
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Here  w (t . - t ) is  the  angle  swept  out  by  the  rotation,  at  a roll  rate  w 
from  the  time  of  meridian  transit,  t , through  the  plane  containing  both  poles, 
to  the  time,  t+,  the  star  crosses  the  azimuth  reference  plane  defined  by  - Rj 
in  Figure  9.  Although  the  roll  rate  is  shown  as  a constant,  the  azimuth  solution 
described  later  can  accommodate  an  acceleration  term. 

Equations  <19),  (20)  and  (21)  relate  the  unknown  quantities  3,  k,  e,  n and  ue 
to  the  known  azimuth  and  zenith  angle  of  the  observed  star  A#  and  z^,  the  observed 
geometric  zenith  angle,  zq,  the  rotation  angle  of  the  middle  slit  corrected  for  the 
cosecant  zenith  angle  distortion,  Aq,  and  the  observed  times  of  slit  transits  which 
are  related  to  t#.  A variational  equation  .nay  be  obtained  by  re-expressing  Eq. 

(20)  as 

f(0,  k,c,  n)  * -cos  (z  + 3 - Ao«)  + cos  e cos  z^  + sin  e sin  z^  cos  (Az%  - p)  . 

(22) 

Define 

Af  a fj(3. «,  e,  n)  - fT<3,  k,  « , n) 

where  f„  is  Eq.  (22)  with  the  correct  values  of  the  unknowns  and  f.  is  the  value  of 

1 i L 

f with  the  i guess  of  the  variables.  Note  that  by  definition  from  Eq.  (20)  fT  equals 
equals  zero.  Also 


Af  = sin  (zq  + 3 - Aok HAS  - AqAk)  + (cos  c sin  cos  (Az^  - n) 

- sin  e cos  z^)Ae  + sin  e sin  z^  sin  (Az#  - q)Aq  • (23a) 

The  k term  is  coupled  with  the  geometric  rotation  ang'e,  Aq,  of  the  center 
slit  of  the  transit.  The  term  A ^ varies  from  about  0.01  to  0.  1 radians  (see 
Figure  3)  which  implies  that  in  the  general  situation  where  3 and  k are  roughly 
comparable,  Aqk  is  significantly  less  than  3 and  the  variation  A^Ak  is  not  impor- 
tant in  Eq.  (23a).  It  is  also  necessary  to  eliminate  one  ol  the  corre  tion  terms 
since  the  cross  coupling  cause  problems  with  the  solution  converging.  Eq.  (23a) 
therefore  may  written 

f = sin  (z  + 3 ■ A k)A3  + (cos  e sin  z cos  (Az  - q)  - sin  e cos  z ) Ac 

O O v v ^ 

+ sin  e sin  z^  sin  (Az^  - q)Aq  (23b) 

where  k is  taken  as  a constant  and  initially  assumed  to  be  zero. 

A good  initial  estimate  of  the  variables  3,  e and  q is  obtained  as  follows: 
Assume  z = »/2  and  define  the  quantity,  Az  as 


Now  if  Az  is  small,  e and  3 w:ll  he  small  and  the  small  angle  trigonometric  approx- 
imations applied  to  Eq.  (20)  give 

Az  = z#  - zq  = 3 + e cos  (Az+  - q)  . (24) 

A value  for  Az  and  Az#  is  obtained  for  each  star  transit  and  the  initial  values 
of  3.  e.  and  q are  calculated  through  a least  squares  fit  of  the  observations  to 
Eq.  (24).  The  quantity  f = f(3,  x,e,q)  - f^,(3,  K,e,q)  is  calculated  with  these  initial 
values  and  a linear  regression  is  performed  on  Eq.  (23b)  to  obtain  the  correction 
terms  A3,  At  and  Aq.  Note  again  that  f^.(3,K,e,  q)  is  the  exact  solution  and  equals 
zero  by  definition.  The  unknown  variables  are  incremented  to  obtain  updated 
values 

*1+1  * *1  + A*i 

Cj+j  s e j + Ac  | values  in  radians 
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ni+l  = ni  + ^ i 

The  variational  equation  is  updated,  that  is, 

fi+l(3,<r,K,  n)  = -cos  (zq  + 3.+1  - Aqk)  + cos  e.+1  cos  z#  + sin  e.+1 
sin  z+  cos  (Azt  - Pj+1) 


and 


fi+l(3,e,K,  n)  = sin  (z  + 3i+1  - Aok)A3  + (cos  ei+1  sin  z#  cos  (Az  + - ni+1) 

- sin  e .+1  cos  - sin  r ^ sin  z+  sin  (Azt  - ni+j)An 

(25) 

and  a new  least  square  regression  is  used  to  obtain  a new  set  of  correction  terms 
which  are  used  to  update  the  variables  which,  in  turn,  leads  to  a new  variation 
equation.  The  process  is  iterated  until  the  new  set  of  correction  terms  is  suffi- 
ciently small. 

The  next  step  is  to  determine  the  roll  rate,  w , the  meridian  transit  time  t 

’ e’  m 

and  the  angle  k.  Equation  (21)  may  be  rewritten: 


u)  (t*  - t ) + i-u'  (t?  - t^  ) = arc  sin 
e * m 2 e j m 


I- 


sin  (Az  - p)  sin  z 


sin  (z 


3 


-A  k) 
o 


(26) 


+ A t/sin  (z^  + 3 - Aqk)  (26) 

E is  the  time  of  the  star  mapper  pulse  and  is  equal  to  the  time  of  the  star 
transit  of  the  reference  plane,  t^,  plus  the  time  to  rotate  to  the  middle  slit. 

Now,  from  Eq.  (9a) 

A = A + (z  + 3)k  . 
woo 

Ao  is  the  geometric  rotation  angle  of  the  slit,  corrected  for  the  apparent  cosecant 
distortion,  and  is  determined  through  the  mapper  azimuth  calibration  and  from  the 
observed  geometric  zenith  angle.  In  Eq.  (26)  the  time  of  slit  transit  now  depends 
on  the  observed  height  (zq  + 3)  through  the  angle  k which  allows  a direct  determina- 
tion of  k.  Expressly  Eq.  (26)  becomes 
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(27) 


ue(tj  * ‘m1  + J ^(tj2  ' ‘m’  ’ lAo  + <Zo  + 8VI  /sin  Uo  + 0 ‘ Aok)  = 


- sin  (Az^  - p)  sin  z^ 

sin(z  + 0 - A k) 
o o 


which  is  solved  through  a least  square  regression,  with  observed  and  known  vari- 
ables and  the  values  of  8,  t and  p obtained  previously,  to  find  ^ , u'  t and  k. 

■"  e e’  m 

Initially  k is  assumed  to  be  zero  in  the  argument  for  the  sine.  The  value  of  k from 
Eq.  (27)  is  used  in  Eq.  (23b)  to  iterate  to  a new  solution  for  a new  set  of  8,  c and 
p.  These  values,  in  turn,  are  used  in  Eq.  (27),  along  with  the  current  value  ofK, 
to  derive  a new  set  of  ug,  t and  k.  This  procedure  continues  until  the  changes 
in  the  derived  variables  fall  below  specified  limits. 

It  may  be  that  the  spin  vector,  I3e,  is  not  fixed  in  the  external  reference  frame. 
Such  is  the  case  for  good  inertial  guidance  platforms  which  drift  about  a tenth  of  a 
degree  per  minute.  Thus,  for  slow  scan  speeds  or  long  time  intervals  this  change 
may  become  significant.  This  situation  can  be  handled  in  the  present  development 
for  the  limited  case  where 


;(t)  = e + <r't 


p(t)  = p + p't 
with  c'  and  p'  constant. 

The  time,  t,  in  these  equations  is  measured  with  respect  to  a known  reference 
time.  Usually,  this  reference  is  either  the  time  of  launch  or  the  time  for  the 
beginning  of  the  data  section  for  which  an  aspect  solution  is  being  derived.  For 
convenience,  it  is  assumed  that  the  slit  transit  times  are  referred  to  this  same 
initial  time. 

Equation  (22)  becomes 

f = cos  (e  + e't*)  cos  z*  + sin  (e  + e't*)  sin  z+  cos  (Az+  - p - p't) 

- cos  (z Q + 8 - Aqk)  . (28) 

The  approximation  to  obtain  the  initial  values  of  the  variables  is 
Az  = zo  - z*  = 8 + (e  + e't*)  cos  (Az*  - p)  + cp't  sin  (Az  - p) 


The  variational  equation  (Eq.  23b)  is  now 


Af  = [cos  z * sin  (e  + e't*)  - sin  z*  cos  (e  + e't*)  cos  (Az^  - n - p't^HAe  + t^Ae'] 

- [sin  z^  sin  (e  + e't^)  sin  (Az^  - e - e't^lfAp  + t^Ap'l 

- sin  (z  + (3  - A k)A 8 (29) 

o o 

which  is  solved  by  the  iterative  procedures  described  previously.  Note,  however, 
that  t is  the  time  of  transit  through  the  attitude  reference  in  the  R^  - ue  plane. 

The  observed  time  of  the  first  slit  crossing,  b,  is  related  to  t#  through  the  rota- 
tion rate  and  the  rotation  angle  A . The  first  iterated  solution  is  done  assuming 

u 

b equal  to  t^. 

The  equivalent  to  Eq.  (27)  is 

we[tj  ’ tm(t)1  ' I ue[t?  " tm(t)1  ' [Ao  + (zo  + 0)k1  /sin  <Zo  + 0 ' Aok) 


= arc  sin 


- sin  (Az, 


sin  (z 


- p - n't 

+ 3 - A 
o 


* 


o 


) sin  z 

7) 


(30) 


The  time  of  meridian  transit  varies  due  to  changes  in  the  azimuthal  angle,  p, 
to  the  north  point.  This  results  in  an  apparent  acceleration  of  roll  rate  due  to  the 
changing  coordinate  system.  For  small  changes,  tm(t)  — tm  + (dtm/dt)t  and  the 
change  of  meridian  transit  time  is  given  by  the  small  angle  approximation 

u>  t'  = cos  (e  + e't)p' 
e m 

Substituting  this  expression  into  Eq.  (30)  to  eliminate  the  time  dependence  of  tm 
we  have 


tii 


cos  (e  + € ’b) 


P’t 


A + (z  + 3)« 
o o 

j sin  (z  + 3 - A , 


= arc  sin 


- sin  (Az+  - p - p't+)  sin  z^ 

sin  (z  + 3 ” A k) 
o o 


(31) 
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As  before,  a least  square  regression  on  Eq.  (30)  with  the  known  variables 

Az4,  z*,  the  observed  zq  and  Aq  and  the  derived  values  of  j3,  e,  e’,  rj  and  n'  will 

determine  the  w , u>' , t and  k.  The  k term  is  substituted  as  a constant  in  Eq. 
e e m 

(29)  and  a new  iterated  least  square  solution  is  obtained  for  the  unknown  variables 
P,  e , e',  n and  n'.  If  needed,  the  times  used  in  Eq.  (29)  are  corrected  from  time' 
of  slit  transit  to  time  of  reference  plane  transit  by 


Ao  * (zo  + & / 

sin  (zQ  + 0 - Aqk)/  ue 


(1  - cos  (e  + e 't^)n) 


The  new  set  of  iterated  variables  are  used  in  a new  regression  on  Eq.  (31)  to  up- 
date the  values  of  u_,  u 1 , t and  k.  These  iterations  continue  until  the  derived 
e e m 

correction  values  are  sufficiently  small. 

The  equations  used  to  obtain  the  aspect,  Eq.  (23b)  and  (26)  for  the  fixed  ref- 
erence system  and  Eq.  (29)  and  (31)  for  the  time  dependent  case,  are  decidedly 
non-linear  and  therefore  the  requirement  for  an  iterated  solution.  As  with  any 
non-linear  equation  care  must  be  taken  that  the  initial  values  are  accurate  enough 
and  the  correction  terms  are  sufficiently  uncoupled  such  that  the  interactions  drive 
the  solution  to  the  global  minimum  rather  than  a local  one.  The  Ak  term  was 
eliminated  in  Eq.  (23b)  to  prevent  the  coupling  with  the  A0  term.  Also,  reducing 
the  order  in  the  multiple  variable  regressions  with  "a  priori”  knowledge  will  re- 
duce the  number  of  "local"  minima.  For  instance,  the  relative  variation  in  roll 
rate  possibly  may  be  obtained  independently  of  the  calibration  of  the  attitude  con- 
trol system  telemetry.  If  this  ratio  were  known,  Eq.  (26)  and  (31)  could  be  re- 
written to  express  this  ratio  in  terms  of  the  unknown  roll  rate,  thus  reducing  the 
multiple  variable  order  of  these  equations  by  one. 


8.  RESULTS  AND  CONCLUSIONS 

The  AFGL  infrared  sky  survey  experiments  were  able  to  obtain  an  arc  min 
knowledge  of  the  line  of  sight  of  the  survey  telescope  with  respect  to  the  payload 
defined  coordinate  system  through  careful  payload  design  and  meticulous  alignment 
procedures  to  calibrate  the  outputs  of  the  aspect  sensors.  A fine  error  guidance 
sensor  aligned  to  the  defined  payload  roll  axis  held  an  inertial  reference  to  within 
20  arc  sec  during  the  experiment  and,  therefore,  maintained  the  alignment  accu- 
racy under  transformation  to  inertial  coordinates. 

An  azimuth  solution,  in  inertial  space,  was  obtained  expressing  angle  of  the 
defined  azimuth  reference  plane  as  a function  of  time  from  a least  square  regres- 
sion of  stellar  transits  observed  by  a star  mapper  with  an  ”N”  slit  reticle  mask. 
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These  solutions  typically  had  root  mean  square  deviations  between  the  calculated 
and  observed  position  of  1.  5 to  2.  5 arc  min.  This  compares  favorable  with  the 
slit  width  of  9 arc  min. 

The  data  from  the  infrared  sensor  on  sources  associated  with  previously 
cataloged  objects  were  used  to  obtain  the  inflight  offsets  from  the  laboratory  cali- 
bration of  deployment  angle  and  azimuth  on  a roll  to  roll  basis  for  each  flight.  In 
most  cases  a simple  average  of  the  azimuth  and  zenith  angle  differences  were 
used  to  calculate  the  offsets  for  the  center  of  the  telescope  from  those  predicted 
from  the  laboratory  calibration  and  the  star  mapper  azimuth  aspect.  In  almost 
all  cases  the  final  root  mean  square  of  the  difference  between  the  observed  and 
predicted  azimuth  was  one  to  one  and  a half  arc  min.  This  translates  into  an  rms 
uncertainty  of  about  1.4  data  samples  which  was  empirically  found  to  be  the  size 
of  the  position  error  box  necessary  to  successfully  combine  multiple  observations. 
It  is  also  roughly  equal  to  the  time  of  half  width  at  half  height  of  a typical  point 
source  signal.  The  zenith  angle  rms  value  of  three  arc  min  is  exactly  equal  to 
the  uncertainty  in  determining  the  transit  zenith  angle  for  a 10.  5 arc  min  high 
detector. 

The  ultimate  accuracy  to  the  positions  assigned  to  the  infrared  detections 
were  set  by  the  size  of  a detector  resolution  element  and  not  by  the  experimental 
geometry.  Thus,  one  of  the  important  design  goals  for  the  payload  was  achieved. 

Each  of  the  aspect  sensors  were  backed  up  by  alternate,  lower  accuracy, 
aspect  devices.  Generally,  the  attitude  control  systems  pitch,  roll  and  yaw  posi- 
tion and  rate  gyroscopes  could  be  used.  However,  a method  of  complete  aspect 
determination  for  the  payload  from  the  star  mapper  was  developed  in  detail  owing 
to  the  wide  range  of  experiments  to  which  it  is  applicable.  A preliminary  version 
of  this  development  was  used  to  obtain  the  payload  aspect  for  the  early  proof  of 
concept  experiments  flown  at  AFGL.  The  aspect  solution  for  these  flights  were 
able  to  reproduce  the  observed  star  mapper  sightings  to  within  a fraction  of  a 
degree.  Some'  refinement  is  anticipated  for  the  current  development  since  the 
skew  angle  k and  roll  acceleration  were  not  included  in  previous  solutions. 
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Appendix 

Definition  of  Terms 


R,j  - The  vector  along  the  geometric  longitudinal,  or  roll,  axis  of  the 

experiment. 

Rj  - The  vector,  orthogonal  to  Rg,  in  the  direction  of  the  star  mapper 

azimuth  reference  point. 

ue  - The  vector  along  the  actual  spin  axis  of  the  experiment. 

zq  - The  geometric  zenith  angle  measured  from  the  vector  Rg. 

- The  rotation  angle  between  a point  in  the  star  mapper  plane  and  the 
star  mapper  azimuth  reference  point.  This  angle  is  equal  to  the 
angle  measured  to  that  point  in  the  laboratory  times  the  sine  of  the 
measured  geometric  zenith  angle. 

z^  - The  zenith  angle  with  respect  to  the  vector  ue. 

- The  rotation  angle  with  ue  as  the  pole. 

(3  - The  component  of  the  vector  I3e  in  the  Rg  - R1  plane.  This  is  the  tip 

off  angle  of  the  pole  of  rotation  in  the  nominal  deployment  plane  of  the 
sensor. 

k - The  component  of  we  in  the  Rg  - Rg  plane.  This  is  the  skew  angle  of 

the  star  mapper  when  the  experiment  rotates  about  ue. 

n(z)  - The  rotation  angle  in  geometric  coordinates  between  two  star  mapper 

slits  at  a geometric  zenith  angle,  z,  after  correcting  for  cosecant 
zenith  angle  distortion. 
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- The  laboratory  measured  geometric  rotation  angle  between  two  star 
mapper  slits.  This  angle  includes  the  cosecant  distortion,  that  is, 
y - fi/sin  z. 

- The  angle  between  the  rotation  vector  and  the  pole  in  the  defined 
inertial  system. 

- The  angle  between  the  plane  through  the  inertial  pole  and  the  north 
point  and  the  plane  containing  the  inertial  pole  and  the  vector  u3e. 

- The  angular  rotation  and  acceleration  of  the  experiment  about  the  pole 
of  rotation,  u . 

- The  time  at  which  the  azimuth  reference  point  crosses  the  meridian. 

- The  time  at  which  a star  is  in  the  azimuth  reference  plane. 

- The  time  of  the  star  pulse  from  the  star  mapper. 

- The  celestial  right  ascension. 

- The  celestial  declination. 

- The  geocentric  latitude. 

- The  geocentric  longitude. 

- The  sidereal  time. 
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